In ground based astronomical observations, atmospheric dispersion shifts the image of the object at different wavelengths due to the wavelength-dependent index of refraction of the atmosphere. Thus, using an Atmospheric Dispersion Corrector (ADC) is mandatory in order to avoid any wavelength dependent losses. Typical ADC configurations, for high resolution astronomical instruments, are two counter-rotating prisms, a set of, at least, four prisms paired together. With the arrival of large telescopes with higher angular magnification, and spectrographs with higher resolution, the requirements on the dispersion correction are becoming more critical due to the impact on the produced science (e.g. radial velocity precision). We developed an ADC optical design tool in order to select the best set of glasses in terms of residuals, transmission, resulting image quality, Fresnel losses, taking into account the required spectral range and typical atmospheric conditions where the ADC will be working. A demonstration of the capabilities of the tool is presented with the analysis of the impact of different melt data, the effect of different glass Sellmeier coefficients between catalog and measured ones, that can create a difference in the residuals above few tens of milli-arcseconds (mas). The tool allows the investigation of critical steps on the ADC design phase and speeds up the glass selection process critical for the harder requirements of the future instruments/telescopes.
INTRODUCTION
Observations with ground based telescopes are affected by differential atmospheric dispersion due to the wavelengthdependent index of refraction of the atmosphere. The usage of an ADC is fundamental to compensate this effect. The introduction of the ADC in the telescope optical system is a possibility but for large telescopes and high resolution instruments, becomes far from the ideal solution. The inclusion of the ADC in the instrument front end is therefore the current trend. With the arrival of large telescopes with higher angular magnification, and spectrographs with higher resolution, the requirements on the dispersion correction are becoming more critical due to the impact on the produced science (e.g. radial velocity precision 1 ). The main requirements for an ADC is to perform variable counter dispersion to compensate that of the atmosphere at a given zenithal angle and to produce zero-deviation at a reference wavelength, within the range of interest for all zenithal angles. Typical ADC configurations to achieve these requirements, when a high level of compensation is needed, are two counter-rotating prisms with dispersion maximum/minimum when the apex E-mail: bachar.wehbe@astro.up.pt angles of the prisms are in the same/opposite directions, respectively. Two prisms are sufficient to satisfy this requirement, but they can't satisfy the zero-deviation condition unless each prism by itself is a zero-deviation unit, a pair of prisms with different dispersion and oppositely directed apex angles. Thus an ADC is a set of, at least, four prisms paired together (see figure 1 ) to satisfy the given requirements.
In order to investigate critical steps on the ADC design phase, speed up the glass selection process and select the best set of glasses in terms of figures of merit, we developed an ADC optical design tool in order to select the best set of glasses in terms of residuals, transmission, resulting image quality, Fresnel losses, taking into account the required spectral range and typical atmospheric conditions where the ADC will be working.
THE TOOL

Description and flow chart
As described in the introduction, an ADC is a set of, at least four prisms paired together. In order to test all the possible combinations of glasses, and return the best pair, we made this procedure automated. The different scripts of the tool are developed using Python and then linked to Excel in order to produce a graphical user interface. The tool is described in details in the flow chart (see figure 2 ). We list here its main functions:
• Create a glass catalog based on the required minimum transmission over a specified spectral range. The transmission of the glasses is extracted from the catalogs and interpolated over the spectral range of interest.
• Setting the telescope parameters (primary diameter, and beam diameter) to get the magnification, and site parameters (temperature, altitude, relative humidity, RH, and zenith angle).
• Compute the dispersion residuals between the atmospheric model used (equation 1) and all the glass combinations taking into consideration the refractive indices of the glasses, the prism angles α and β following Snell's law (equation 2).
where λ ref is the reference wavelength, and z is the zenithal angle of observation.
The prisms angles α and β are computed following this logic: • Compute the Fresnel losses due to the glue.
• Compute the full ADC transmission taking into consideration the thickness of the glasses and the glasses coating.
• Compute the chromatic beam shift introduced by the ADC relative to λ ref .
• Create a list of all the ADCs that satisfy the requirements (residuals, transmission, beam shift).
• Re-compute the residuals and beam shift of the selected ADC taking into consideration the manufacturing errors on the glasses angles. 
Output example
The tool creates a list of different "best" ADC combinations, where the user can easily analyze the graphs and outputs of each combination. The tool now tests all the glasses from Schott, 3 Ohara 4 and Nikon. Any extra glass catalog can be easily added. It takes the tool almost 30 minutes to return the results of 45000 different combinations. In figure 3, we show an example from the several ADC combinations.
The tool was tested using ESPRESSO, NIRPS and HIRES as case studies. One of the "best" combinations according to the tool is the one chosen already for ESPRESSO (K7 + S-FPL51Y). The tool also revealed another combination N-BAK2 + S-FPL51Y which also seems a good option that had to be considered. It was a similar result for NIRPS, as the tool returned the combination already chosen with no other special combination. As for HIRES, the tool allowed us to investigate several ADC combinations at the same time and in a much faster way than what was done before. It also returned some combinations that weren't taken into consideration before, and allowed us to re-think about the ADC combination of the future HIRES spectrograph on the ELT. Besides the combination used for ESPRESSO, the tool returned several different combinations to be considered and studied more in details (the K10 + S-FPL51Y in particular which shows better results in terms of transmission and residuals). In order to do so, we tried to get access on different melt data for the glasses of interest from the different catalogs we are testing (described in the next section).
MELT DATA ISSUE
As mentioned above, the melt data can cause a serious problem when designing an ADC. When processing the glass, the optical companies use different melting processes that can vary the Sellmeier coefficients from one melt to another. The Sellmeier coefficients provided in the catalogs used during the designing phase, might not be the same when actually buying the glass for manufacturing. This issue first appeared in the integration phase of ESPRESSO. In order to evaluate the errors introduced by different Sellmeier coefficients, we were able to get some melting certificates from Schott and Ohara for some of the glasses of interest (see table 1 ).
Schott
Ohara K7
S-FPL51Y K10 PBL6Y N-PK52A N-PK51 N-FK51A Table 1 : Different glasses from Schott and Ohara, that we received their melt certificates.
Using the tool described above, we tested these glasses using different coefficients. Having different melt data, will result in different amounts of residuals, which in some cases might exceed the requirements. We investigated several cases, taking into consideration if we can adjust the prisms angles or not. For example, we will show two cases, K10 + S-FPL51Y in table 2 and in figure 4 and PBL6Y + N-PK51 in table 3 and in figure 5. It was clear from the tables and the plots, that the case of K10 + S-FPL51Y was more sensitive to melt data.
Even when we allowed the change of prisms angles, the residuals were a lot more different than the catalog (No melt) case. As for the second case, PBL6Y + N-PK51, the results were less sensitive to the melt data variation. 
CONCLUSION
The tool allowed us to investigate several ADC combinations at the same time and in a much faster way than what was done before. The tool also returned some combinations that weren't taken into consideration before, and allowed us to re-think about the ADC combination of the future HIRES spectrograph on the ELT. We were also able to investigate the impact of different melt data of the glasses, in terms of designing an appropriate ADC. Since we didn't have a big number of melt data batches, we weren't able to complete a statistical job. What is clear for now, is that people should pay attention and take into consideration the fact that different melt, might return different results that should be taken into consideration. The tool will be soon available for the community to be used.
